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We report here on a recent limited in- 
ternational intercomparison of respon- 
sivity scales at wavelengths of interest to 
the optical communications community. 
Participants in the comparison were the 
national laboratories in the United 
States, the United Kingdom, Germany, 
and Australia. The wavelengths tested 
were 1300 and 1550 nm. Data taken at 
850 nm are only briefly discussed. The 
disagreement between the national labo- 
ratories' responsivity scale is comfortably 
within the uncertainty claimed by each 
laboratory. 
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1. Introduction 



The precise measurement of optical power is of 
fundamental importance to the proper perfor- 
mance of modern optical communications systems. 
Power measurements should therefore be traceable 
to national standards and national responsivity 
scales should be in reasonable agreement between 
countries [1]. There have been informal tests of 
this agreement from time to time but, until now, a 
formal intercomparison has not been carried out. 



We report here on a limited intercomparison 
that was designed to determine the level of agree- 
ment between the responsivity scales of four na- 
tional standards laboratories whose responsibilities 
include the calibration of optical power meters for 
the optical communication community. To that 
end, we have intercompared the responsivity at 
1300 and 1550 nm. The participants were the 
National Physical Laboratory (NPL), United 
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Kingdom, the Physikalisch-Technische Bundes- 
anstalt (PTB), Germany, the Commonweahh Sci- 
entific and Industrial Research Organization 
(CSIRO), Australia, and the National Institute of 
Standards and Technology (NIST), USA. In pre- 
senting the results, we will refer to these laborato- 
ries anonymously as Laboratories A, B, C, and D. 



2. Background 

Various limited round robin experiments have 
been conducted [2] to determine how best to im- 
prove metrology service to the optical community 
and to understand the sources of error in power 
measurements [3], [4]. As sources of calibration 
and measurement error become better understood 
[5] the uncertainty reported by vendors becomes 
more dependent on the uncertainty of scales of the 
national standards laboratories. While it was ex- 
pected that the agreement between these scales is 
good, the international nature of the optical com- 
munications industry has suggested that a substan- 
tiation of this agreement was needed. 

The Comite International des Poids et Mesures 
(CIPM) recognized this need and recommended an 
international intercomparison of responsivity scales 
at wavelengths of interest to the optical fiber com- 
munity. The intercomparison that was to be under- 
taken as a result of that recommendation is quite 
ambitious, involving a total of fourteen national 
laboratories. It seemed prudent, therefore, to take 
preliminary and precautionary steps to minimize 
the potential for error and to provide guidance for 
this ambitious undertaking. This preliminary step 
took the form of a limited international intercom- 
parison, a pilot study between a limited number of 
participants. The results of that preliminary inter- 
comparison are reported here. The global inter- 
comparison, involving the 14 laboratories, will be 
reported in due course. 

The purpose of the pilot study was to assess the 
robustness of the transfer standard and identify 
problem areas and potential sources of error, and 
thus to guide the more global experiment. In this 
experiment, each of the participating laboratories 
calibrated two detectors at the two wavelengths of 
most interest, in each case using a power level that 
gives good signal-to-noise ratio and is commensu- 
rate with conditions encountered in the field. Ad- 
ditional measurement conditions are given later. 



3. Measurement Conditions 

Specially selected commercial germanium detec- 
tors without coolers and of 5 mm diameter were 
chosen for the intercomparison. They were se- 
lected in advance for linearity, spatial uniformity, 
and shunt resistance. Launch onto the detector was 
by open beam with half-angle divergence not ex- 
ceeding 10 degrees. Incident power of 10 to 50 |jlW 
was in a 3 mm diameter spot and centrally posi- 
tioned to avoid edge effects. The detectors have a 
window but not an aperture. Measurements were 
made at 1300 and 1550 nm. A preamplifier was cir- 
culated with the diodes. 



4. Procedure 

All reasonable precautions were taken to protect 
the detectors from the environment during the 
course of this test. The detectors were handled 
with reasonable care and shipped in a special ship- 
ping carton. The detectors traveled by commercial 
air transport. 

4.1 National Laboratory Procedures 

4.1.1 NFL The instrumentation used at NPL 
is a spectroradiometer comprised of a high stability 
tungsten filament lamp imaged with a concave 
mirror onto the entrance slit of a double grating 
monochromator. The radiation from the 
monochromator is imaged via an intermediate field 
stop onto the center of the germanium photodiodes 
using another concave mirror. The image is circular 
with a diameter of 3 ± 0.2 mm and is centered to 
within 0.2 mm. The incident radiation is within 6 
degrees of the normal to the detector surface. The 
spectral bandwidth is 6 nm. The detector electric 
current output is recorded using a digital voltmeter 
with a high quality current-to-voltage converter 
which has an input offset voltage of less than 2 |jiV. 
The detectors are compared directly with NPL 
standards using a translation slide. The spectrora- 
diometer and data collection are under computer 
control. Laboratory temperature was 20-21 "C and 
photocurrent was between 0.5 and 8 jjlA. 

The traceability route at NPL is as follows: 
1. Optical power in a laser beam at 800 nm is mea- 
sured with the NPL cryogenic radiometer, the 
NPL primary standard for optical power mea- 
surements. 
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2. The data are converted to absolute spectral re- 
sponsivity of silicon photodiodes at 800 nm us- 
ing the same laser beam. 

3. Conversion is then to absolute spectral respon- 
sivity of the germanium photodiodes at 900 nm 
using dispersed radiation and the NPL relative 
spectral responsivity scale maintained with a 
vacuum thermopile. The relative spectral re- 
sponsivity of this detector has been calibrated 
from 240 nm to 1 jxm from reflectance measure- 
ments. 

4. Conversion of the data are then to the absolute 
spectral responsivity of the germanium photodi- 
odes at 1300 and 1550 nm using dispersed radia- 
tion and the NPL near infrared relative spectral 
responsivity scale established with pyroelectric 
detectors. The relative spectral responsivity of 
this detector has been calibrated from 800 nm to 
1700 nm from reflectance measurements. 

4.1.2 PTB 

1. The absolute calibration is at X.= 1047 nm. The 
primary standard is an electrically calibrated 
thermal cone detector [6]. The calibration is 
transferred to a secondary thermopile standard 
at X. = 1047 nm (Nd:YLF-laser). Transfer is then 
to the germanium diodes (X. = 1047 nm) using a 
laser spot of 3 mm diameter. The nonlinearity 
and the temperature coefficient of the ther- 
mopile are accounted for [7]. The spot position, 
size and homogeneity are monitored using a 
CCD camera which is sensitive at 1047 nm. The 
power level is from 820 to 880 p-W. 

2. To determine the calibrations at 1300 and 1550 
nm relative to 1047 nm, the relative spectral 
measurements are performed with a 0.3 m flint- 
glass prism double monochromator [8]. The sec- 
ondary standard for the relative measurements 
is another thermopile whose relative responsiv- 
ity is constant within ±5x10"*, as determined 
by a comparison with a thermal cavity detector 
[9]. The current levels ranged from 0.4 to 2.7 
|jA and the spectral bandwidths from 9 to 16 
nm. Laboratory temperature was 22 ± 3 °C. 

4.U CSIRO The primary standard for radio- 
metric power (and hence responsivity) is deter- 
mined at 633 nm xising inversion layer silicon 
photodiodes operated under conditions of unity in- 
ternal quantum yield. The technique is described in 
reference [10]. An integrating sphere reflectometer 
[11] is now used. A gold-black bolometer is used 
[12] as a standard of relative spectral responsivity. 
For these measurements, a 3 mm diameter InGaAs 
photodiode is used as a working standard; its abso- 
lute responsivity was measured at 633 nm against 



the inversion layer photodiodes. The InGaAs 
photodiode was then compared with the bolometer 
at 633, 1300, and 1550 nm. Finally, the test detec- 
tors are compared to the InGaAs detector. A 0.5 m 
monochromator with prism predisperser is used for 
wavelength selection with a bandwidth of 8 nm. 
Supplementary filters are required at 1300 and 
1550 nm to reduce the second-order to negligible 
levels. Dual concave spherical mirrors direct the 
light from the monochromator onto the test and 
reference detector in turn, rotating the second mir- 
ror symmetrically about the beam from the first. 
Apertures placed between the mirrors, both filled, 
are imaged with different magnifications, onto the 
two detectors being compared. Measurements were 
made at a laboratory temperature of 21 ± 1 °C. The 
diodes were temperature controlled at 22 ± 1 °C. 

4.1.4 NIST The calibration of optical power 
at NIST is based on a standard reference instru- 
ment called the C-series calorimeter. Details are 
given in reference [13]. The calorimeter is a na- 
tional reference standard for measuring absolute 
energy or power of cw laser sources over a wide 
range of wavelengths. Infrared laser sources and 
calibrated beamsplitter measurement systems are 
used to compare an electrically calibrated pyroelec- 
tric radiometer (ECPR) to the C-series calorime- 
ter. The calibrated ECPR is then used as a 
laboratory standard for the calibration of optical 
power meters at the wavelengths of interest to the 
fiber community. 

The ECPR was selected as the reference stan- 
dard because it has a large absorbing surface 
(about 8 mm diameter), high absorptivity over a 
wide range of wavelengths and angles of incidence, 
and it is spectrally quite flat over the wavelength 
range of interest. 

Stabilized laser diode sources provide laser 
power at the desired wavelengths through a fiber 
pigtail that traverses a mandrel wrap intended to 
eliminate cladding modes and induce power stabil- 
ity. The mandrel wrap also produces a beam that 
has a uniform spatial distribution. The beam that 
exits from the fiber is collimated by lenses whose 
focal lengths are such that the collimated beam has 
nominal diameter of 3 mm. The laser sources, asso- 
ciated fibers, and lenses are configured on a com- 
puter controlled positioning table. 

The ECPR and the meter to be calibrated (the 
test meter or detector) are placed in close proxim- 
ity on the test bench and oriented to allow the 
beam to be incident, in turn, on the ECPR and 
then on the test meter, each of which is allowed to 
reach steady state before a number of readings are 
taken and averaged. This comparison is repeated 



227 



Volume 96, Number 2, March-April 1991 

Journal of Research of the National Institute of Standards and Technology 



ten to twenty times. A computer is used to control 
the entire process and to calculate the results. The 
comparison is facilitated by moving the source, pig- 
tail, mandrel wrap, and lenses, as one unit, thus 
avoiding the variations that might result when the 
fiber or associated paraphernalia are moved, even 
slightly. Measurements were at 22 ± 1 °C. 



5. Calibration Results 

The results of the calibration test are given in 
table 1 and in figures 1 and 2, which give the data 



in graphical form for the two wavelengths. The fig- 
ures show the normalized data according to labora- 
tory (Laboratories A, B, C, and D, positioned left 
to right in the figures), and detector number. The 
data are normalized to the average value for all 
laboratories in each figure (i.e., at each wave- 
length). The data are presented anonymously be- 
cause these calibrations were intended primarily to 
determine the feasibility of using germanium 
photodiodes as transfer standards and to circum- 
scribe the problems associated with an interna- 
tional intercomparison. 



Table 1. International intercomparison spectral responsivity (A/W) 



1300 nm 


Uncertainty 
(%) 


Lab A 
12 


LabB 
0.9 


LabC 
0.6 


LabD 

0.84 


Av. 


Max. dev. 
from av. (%) 


Max. 
diff. (%) 


Det. 
71468 
Det. 
71663 


0.6869 
0.6898 


0.6886 
0.6874 


0.6876 
0.6873 


0.6901 
0.6891 


0.6883 
0.6884 


0.26 
0.20 


0.46 
0.36 


1550 nm 


Uncertainty 
(%) 


Lab A 
1.2 


LabB 

0.9 


LabC 
0.6 


LabD 
0.97 


Av. 


Max. dev. 
from av. (%) 


Max. 
diff. (%) 


Det. 

71468 

Det. 

71663 


0.9055 
0.9061 


0.9058 
0.9094 


0.9025 
0.9061 


0.9048 
0.9092 


0.9047 
0.9077 


0.24 
0.19 


0.36 
0.36 



' Uncertainty is given at three sigma or 99% confidence level. 
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Figure 1. Normalized responsivity at 1300 nm, according to lab- 
oratory (Laboratories A, B, C, and D, positioned left to right in 
the figure) and detector. 



Figure 2. Normalized responsivity at 1550 nm, according to lab- 
oratory (Laboratories A, B, C, and D, positioned left to right in 
the figure) and detector. 
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Table 1 shows that the maximum difference be- 
tween any two of the measured responsivities is al- 
ways less than 0.5%. The maximum deviation by 
any one laboratory from the average of the calibra- 
tion factors is 0.36% in three of the four measure- 
ments. All data are within the uncertainties of each 
of the national laboratories. 

There is no indication of systematic differences 
in the data. One laboratory is not consistently 
lower or consistently higher than the others, thus 
indicating that random errors are being encoun- 
tered. In fact, each laboratory has exactly one entry 
in the column of table 1 that is labeled "maximum 
deviation from the average." That is, each of the 
laboratories is furthest from average value exactly 
once. 

It is encouraging to note that the agreement in 
the calibration is slightly better at 1550 nm (the 
likely wavelength of future systems) than it is at 
1300 nm. 

Three of the four laboratories took responsivity 
data at 850 and 800 nm as well. Since gemanium 
detectors were used as transfer standards, there 
was more variability amongst the laboratories than 
at the long wavelengths, but this can be attributed 
to higher reflectances, aging [1], and inhomogenei- 
ties [14] at the shorter wavelengths. The maximum 
discrepancy between any two laboratories was 
1.2% at 850 nm using detector 71663. We conclude 
that germanium detectors are probably not suitable 
at 850 nm; silicon is more appropriate and should 
be used as transfer standards for the shorter wave- 
lengths. Data for the short wavelengths are not in- 
cluded here because the global international 
intercomparison will not use the shorter wave- 
lengths. Furthermore, germanium is not the mate- 
rial of choice at the 850 nm window. 

Table 1 includes the uncertainty reported by 
each laboratory. The uncertainty is determined, in 
each case, according to the rules recommended by 
BIPM [15]. Each laboratory included Type A un- 
certainty and Type B uncertainty, which corre- 
spond, respectively, to what was once called 
random and systematic uncertainties (or errors, as 
they are sometimes called). T^e A uncertainties 
are taken to be normally distributed whereas Type 
B uncertainties are assumed to be uniformally dis- 
tributed (sometimes referred to as a rectangular or 
"top hat" distribution). The width of the Type B 
uncertainties distribution is difficult to determine 
in most cases, since they are not based on statistical 
methods. Each of the participating laboratories de- 
termines the width for each contributor according 
to his own experience. 



These and other nuances of the statement of un- 
certainties have received a lot of attention by the 
BIPM and the details are beyond the scope of this 
paper. For our purposes, suffice it to say that each 
of the participating laboratories reports a total un- 
certainty, given in the table, that is composed of 
Type A and Type B uncertainties, combined in 
quadrature and multiplied by a constant (in our 
case the constant is 3) to determine a number that 
is thought of as the uncertainty in the measure- 
ment. If the constant is 3, the uncertainty is stated 
as being at the three sigma (or the 99%) confi- 
dence level. It is this uncertainty that is given in 
table 1. 



6. Conclusions 

There was good agreement between the respon- 
sivity scales of the national laboratories that partic- 
ipated in this intercomparison. Only the 
wavelengths of interest to the optical fiber commu- 
nity were considered. The data show an encourag- 
ing consistency, showing 0.36% maximum 
difference between any two laboratories. The maxi- 
mum deviation of any one laboratory from the av- 
erage was only 0.19 to 0.26%. It seems clear that a 
transfer standard calibrated by any one of these 
four laboratories could be used interchangeably 
with one calibrated by any one of the other three 
laboratories without loss of accuracy, provided the 
standards are well characterized and carefully se- 
lected. 

From these results, we conclude that the germa- 
nium detectors that were used here are robust 
enough to survive the rigors of international com- 
parison when suitable care is taken. The experi- 
ence gained here will guide us in proceeding to the 
more global round robin intercomparison that is 
now underway. In that intercomparison, approxi- 
mately 14 national laboratories will participate us- 
ing similar but different detectors. 



7. References 

[1] Stock, K. D., J. Measurements 8, 31 (1990). 

[2] Gallawa, R. L., and Yang, Shao, Appl. Opt. 25, 1966 

(1986). 
[3] Gallawa, R. L., and Li, Xiaoyu, Appl. Opt. 26, 1170 

(1987). 
[4] Li, Xiaoyu, and Gallawa, R. L., Fiber Integrated Opt. 7, 

241 (1988). 
[5] Fox, N. P., and Nettleton, D. N., eds.. New Developments 

and Applications in Optical Radiometry, Proc. Int. Conf. 

Optical Radiometry (1989). 



229 



Volume 96, Number 2, March-April 1991 

Journal of Research of the National Institute of Standards and Technology 



[6] MostI, K., Laser Power and Energy Radiometiy, New De- 
velopments and Applications in Optical Radiometiy, Fox, 
N. P., and Nettleton, D. N., eds., Proc. Int. Conf. Optical 
Radiometiy, Inst. Phys. Conf. Ser. 92 (1989) pp. 11-18. 
[7] Brandt, F., Mostl, K., and Stock, K. D., Temperatur-und 
Lcistungsabhangigkeit der Empflndlichkeit einer 
Strahlungsthermosaule, PTB-Jahresbericht 1989, pp. 158- 
159. 
[8] Stock, K. D., Calibration of Fiber Optical Power Meters 
at PTB, New Developments and Applications in Optical 
Radiometiy, Fox, N. P., and Nettleton, D. N., eds., Proc. 
Int. Conf. Optical Radiometiy (1989), Inst. Phys. Conf. 
Sen 92, pp. 159-166. 
[9] Bischoff, K., Optik 21, 521 (1964). 

[10] Gardner, J. L., and Brown, W. J., Appl. Opt. 26, 2431 
(1987). 

[11] Gardner, J. L., A Reflectometer for Absolute Silicon Ra- 
diometiy, submitted to Applied Optics. 

[12] Gardner, J. L., Absolute Spectral Responsivity at 0.2 to 
2.5 Jim, New Developments and Applications in Optical 
Radiometiy, Fox, N. P., and Nettleton, D. N., eds., Proc. 
Int. Conf. Optical Radiometiy, Inst. Phys. Conf. Ser. 92 
(1989) pp. 6J-70. 

[13] Scott, Thomas R., Optical Power Measurements at the 
National Institute of Standards and Technology, Proc. 
Measurements Science Conference, Anaheim, California 
(1989). 

[14] Stock, K. D., Appl. Opt. 27, 12 (1988). 

[15] Comite International des Poids et mesures Proces-Ver- 
baux des Seances, Vol. 49, 70° Session, 1981. 



About the authors: Robert Gallawa is a member of 
the technical staff of the Electromagnetic Technology 
Division, National Institute of Standards and Tech- 
nology, Boulder, Colorado. James Gardner is the 
leader of the Optics and Radiometry Project in the 
CSIRO Division of Applied Physics, Lindfield, Aus- 
tralia. David Nettleton is Section Head of the Ra- 
diometry and Fibre Optics Section in the Division of 
Quantum Metrology of the National Physical Labora- 
tory, Teddington, UK Klaus Stock is a member of the 
Radiometry Section of the Physikalisch-Technische 
Bundesanstalt, Braunschweig, Germany. T.H. Ward 
is a member of the scientific staff of the Radiometry 
and Fibre Optics Section in the Division of Quantum 
Metrology of the National Physical Laboratory, Ted- 
dington, UK. Xiaoyu Li is a Guest Researcher doing 
research on optical power metrology in the Electro- 
magnetic Technology Division, National Institute of 
Standards and Technology, Boulder, Colorado. 



230 



